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 We report on a novel fiber-optic temperature sensor based on the temperature-
dependent refractive index of a germanium-silica (Ge-SiO2) coating stack. The 
relationship between the reflectivity and the temperature-dependent refractive index of 
the Ge-SiO2 coating stack at 1550 nm is theoretically investigated.  A reflection-type 
fiber-optic probe with high sensitivity and wide response range is designed and fabricated 
by physical vapor deposition.  Experimental results show that the reflectivity is linearly 
dependent on temperature in the range of −30 to 130 °C, and the sensor exhibits high 
sensitivity and structural stability in the range of 50 to 500 K.  

1. Introduction

 Owing to its fast response, fiber-optic temperature sensors with a wide dynamic 
range and telemetric optical fiber transmission network have widespread applications in 
remote or hazardous locations, such as underground mine and tunnel construction sites.(1,2)  
Owing to their invaluable advantages, various types of fiber-optic temperature sensors 
based on different materials and theories have been developed and fabricated.(3–5)  GaAs, 
CdTe, and silicon-based sensors primarily rely on the temperature-dependent shift of the 
intrinsic absorption edge, whereas reflection-type optical fiber sensor systems require a 
grating panel.(6–11)  Generally, fiber-optic temperature sensors using a crystal plate require 
precise positioning and special packaging technology.(12–15)   In contrast, the process of 
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coating thermo-optic films coated on the end face of an optical fiber offers a low-cost and 
promising technology.  Semiconductor germanium (Ge) is an ideal thermo-optic sensing 
material as its thermal coefficient of refractive index and thermal stability are comparable 
to those of the best infrared coating materials.  A fiber-optic temperature sensor based on 
the relationship between the temperature-dependent refractive index and the absorption 
of Ge films has been proposed recently.(16)  In this article, we report on a reflection-type 
fiber-optic temperature sensor based on the temperature-dependent reflectivity of a Ge-
SiO2 coating stack, which exhibits high stability and simplicity in sensor structure.

2.	 Theoretical	Model	of	Reflection-Type	Sensor

 The key feature of the reflection-type sensor is the germanium-silica (Ge-SiO2) stack 
coated on the end surface of an optical fiber, in which the Ge acts as a sensor layer and 
the SiO2 as a protective layer, as shown in Fig. 1.  On the basis of the optical admittance 
of the coating stacks, the intensity of the signal reflected back to the fiber core can be 
calculated and optimized by choosing a suitable thickness d of the film stack.
 The light propagation characteristics of the fiber probe with the Ge-SiO2 stack are 
studied by the equivalent conductance method.  The characteristic matrices of the Ge 
layer and SiO2 layer for calculating the reflection of the incident light at 1550 nm can be 
described by
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the incidence angle θ, j is the layer numerical order, and k = 2.  
 In the optical fiber band at around 1550 nm, the extinction coefficient can be omitted 
and only the change in the refractive index of Ge with temperature is considered.  From 
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Fig. 1. (Color online) Schematic of the fiber probe of the reflection-type sensor.
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the relationship between the semiconductor band gap energy Eg and the temperature T, 
the refractive index of Ge can be expressed as(17)

 n = 4
c

Eg(0) − γT 2/ (T + β)
, (2)

where Eg(0) is the forbidden gap at 0 K.  In the range of 20–927 K, γ = 4.774 × 10−4 
eV⁄K, β = 235 K, Eg(0) = 0.75 eV, and c = 224.6 eV.  According to eqs. (1) and (2), the 
reflectivity of the stack can be expressed as a function of the thickness and thermal 
refractive index coefficient of the Ge-SiO2 films.  The reflectivity of the Ge coating as 
a function of film thickness at 273, 313, and 373 K is shown in Fig. 2.  The reflectivity 
cyclically changes with the changes in the Ge film thickness, and the changes become 
more sensitive with increasing film thickness.  The absorption coefficient of Ge (4.5969 × 
10−5 at 1550 nm) is considered to be negligible only for sufficiently small film thickness.  
It is found that the difference in reflectivity for a 195 nm thickness is approximately 
0.04 from 273 to 373 K.  To minimize the absorption loss, the film thickness should be 
selected carefully and set in the first or second cycle.

Fig. 2. (Color online) Reflectivity as a function of germanium film thickness.
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3.	 Dependences	of	Measurement	Range	and	Sensitivity	on	Thickness

 Two important characteristic parameters, namely, measurement range and sensitivity, 
should be evaluated for the reflection-type fiber-optic temperature sensor.  The 
measurement range is the difference between the maximum and minimum temperatures 
in an approximate linear range detected by the sensor.  The reflectivity of the Ge film in 
a fiber core medium at the interface of the fiber core and Ge is calculated on the basis 
of Fresnel’s formula.  It is found that there is periodic variation in reflectivity with 
changing Ge film thickness.  The Ge-SiO2 film stack is considered here for two reasons: 1) 
sensitivity enhancement and 2) longer operating life.
 The reflectivity of the Ge-SiO2 film stack is dependent on the film thickness, as 
shown in Fig. 3.  Here, the approximate cyclical change is determined by the basic 
interference of the film, disregarding the change in absorptivity with temperature.  In 
fact, the definition of absorptivity via an accurate mathematical expression is difficult.  
However, some approximation can be achieved by carefully selecting the change in 
absorptivity.
 Figure 4 shows the reflectivity of a fiber detector with a single Ge layer over a 
temperature range from 30 to 550 K, which offers a wide measurement range.  It is 
found that the reflectivity varies with temperature from 0.42 to 0.08.  Different from the 
design described above, the silica layer changed the total reflectivity at the end surface 
of the fiber detector, as shown in Fig. 5.  While maintaining the linearity with respect to 
the response to temperature change, there is no degradation in the measurement range of 
the fiber detector with the Ge-SiO2 stack.  In addition, the sensitivities are enhanced by 
decreasing the reflectivity to obtain a greater order of magnitude of the obtained signal.  
The final evaluation index of the fiber-optic temperature sensor in dBm is shown in Table 1.
 Regarding the sensitivity of the films shown in Table 1, we found that the fiber sensor 
with the Ge-SiO2 film stack probe exhibits higher sensitivity than that with only a single 
Ge film probe. 

Fig. 3. (Color online) Reflectivity for various Ge (d1) and SiO2 (d1) film thicknesses.
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Fig. 5. (Color online) Reflectivity of the Ge-SiO2 stack as a function of temperature.

Table 1
Evaluation index of the fiber-optic temperature sensor.
Type of sensor film Difference in reflectivity (%) Difference in signal (dBm)
Single Ge layer 34 26
Ge/SiO2 stack 33 29

 This is proved by data measurement in the temperature range of 30 to 130 °C, as 
shown in Fig. 6.  Owing to cost consideration, the layer thicknesses of the Ge and SiO2 
stack were 57.5 and 50 nm, respectively, and deposited on the end surface of the fiber 
by PVD with ion beam assistance (OTFC-900, Optorun, Japan).  The reflectivity power 
of the Ge-SiO2 film stack probe was approximately 4 dB for a temperature variation of 
100 °C (−22.5 dBm at 30 °C; −26.49 dBm at 130 °C).  Meanwhile, the reflectivity power 

Fig. 4. (Color online) Reflectivity of a single Ge layer as a function of temperature.
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of the fiber sensor with a single Ge film (57.5 nm) was 2.79 dB (−18.65 dBm at 30 °C; 
−21.44 dBm at 130 °C).  The fiber sensor with the Ge-SiO2 film stack probe exhibited 
43% higher sensitivity than that with only a single Ge film in the range of −30 to 130 
°C and 11% in a wider range of 50 to 500 K theoretically.  The SiO2 layer is capable 
of improving the sensitivity, in addition to protecting the Ge layer from oxidation and 
scratches.

4.	 Conclusions

 We investigated theoretically and experimentally a novel fiber-optic temperature 
sensor based on the detection of reflection from Ge-SiO2 film stacks.  The Ge-SiO2 
stack was coated directly on the end surface of the optical fiber of the fiber optic 
probe by physical vapor deposition.  We found that the fiber sensor with a Ge-SiO2 
film stack probe exhibited 11% higher sensitivity than that with only a single Ge film.  
Experimental results showed that the reflectivity exhibits a linear relationship with 
temperature in the range of −30 to 130 °C, and the sensor is capable of operating in the 
50 to 500 K range.  This study demonstrated the development of an optical fiber with a 
simple structure, high stability, and sensitivity.
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Fig. 6. (Color online) Experimental signal of fiber-optic temperature sensor.
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