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 Vision rehabilitation in the blind seems to be the ultimate goal of ophthalmologic 
treatments.  Among the several different approaches, electrical retinal stimulation showed 
the most promising results for restoring vision.  Microelectrode arrays based on a flexible 
polymer developed and used for pattern electrical retinal stimulation, and epiretinal, 
subretinal and suprachoroidal approaches are adopted for the surgical implantation of 
electrodes.  Stimulation patterns can be provided from an external stimulator through 
wireless signal transfer or can be given by implanted photodiode arrays with an external 
power supply.  In vitro and in vivo studies revealed that the retinal implant can be used 
for clinical purposes, and clinical trials showed that blind volunteers who were subjected 
to retinal implant surgery could recognize various shapes and their surroundings.

1.	 Introduction

 The early step of vision starts from light perception.  Visible light reaches the retina 
through the clear cornea and the crystalline lens, and the photoreceptors of the retina 
convert light to neural signals that will be delivered to the visual cortex of the brain 
through the optic nerve, lateral geniculate nucleus and optic radiation.  Irrecoverable 
corneal damage can often be overcome by corneal transplantation,(1) and cataract of the 
crystalline lens can be treated by cataract removal and with an artificial intraocular lens.(2)  
However, there is no successful treatment for photoreceptor damage in the retina.(3)  Even 
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though there are neural cells remaining in the retina after photoreceptor degeneration or 
damage, they cannot convert light to neural signals.
 Gene therapy can be an option for hereditary photoreceptor degeneration.(4)  
However, there are more than one hundred mutation loci already known, which not only 
increases the expense of gene study but also makes the target gene selection difficult.  
Medication such as ciliary neurotrophic factors (CNTFs) can be a good choice,(5) but the 
clinical trial of CNTFs was not satisfactory.  Moreover, both modalities are unable to 
restore already degenerated photoreceptors.  Photoreceptor or stem cell transplantation 
has been attempted.  In humans, transplanted fetal photoreceptors do not integrate into 
the remaining retinal neurons.(6)  In animals, homogeneous transplantation of stem 
cells results in malignant proliferation,(7) and in the case of retinal transplantation, the 
transplanted retina does not establish any synaptic connection with the host neurons.(8)  
Some papers showed successful synapse formation between differentiated stem cells 
and host cells,(9) and pupil response to light in mouse.(10)  However, these results cannot 
be directly applied to humans because the differentiation stage of these stem cells is 
equivalent to the second trimester of gestational age in humans, and photoreceptor stem 
cells of this stage cannot be acquired or established until now.  Optogenetic approaches, 
in which the channelopsin(11) or halorhodopsin(12) genes are transferred to the remaining 
retinal neural cells and are expressed on the cell membrane, are newly introduced and 
showed some positive results.  These proteins can respond to light and generate action 
potentials to be used as neural signals, but transferring the genes and maintaining stable 
gene expression in the human retina are difficult to achieve.  Chemical stimulation 
of the remaining retinal neurons using a neurotransmitter has also been studied,(13) 
but the glutamate excitotoxicity and the almost impossible, controlled release of the 
neurotransmitter in vivo delay the advancement of this project.

2.	 Electrical	Neural	Stimulation	in	Visual	Pathway

 Stimulation of remaining neural cells to evoke action potential has long been studied 
in degenerative retinal diseases.(14–18)  Even though the action potentials are generated by 
ionic flow across the cell membrane and propagate along the axonal membrane through 
voltage-sensitive ion channels, scientists know that electrical stimulation of the nerve 
can induce an action potential or can mimic the propagation of an action potential(19,20)  
Thus, it is natural that patients reported the ‘phosphene’ resembling fluorescent light 
in their sight upon electrical visual cortex stimulation during surgery.(21)  Brindley and 
Lewin’s experiment on the blind showed that the visual cortex could be a site for electrical 
stimulation to restore vision,(22) and Dobelle’s experiment created hope(23) (Fig. 1).  
However, direct electrical stimulation of the visual cortex bears several potential dangers, 
because the stimulation site can be an epileptogenic focus by an unwanted spreading of 
neural activity,(24) and the infection or chemical inflammation of the cortex or meninges 
is potentially severely harmful.(25)  Also, the topological mapping between the retina 
and visual cortex is a big hurdle.  This retinotopic mapping seems also difficult in optic 
nerve stimulation and lateral geniculate nucleus stimulation.  Veraart et al.(26) implanted 
silicone-based platinum cuff electrodes on the optic nerve of the blind, and the patient 
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could recognize objects upon four channel electrical stimulation (Fig. 2).  However, the 
patient needed spatial mapping using an external program, and the low resolution of the 
electrodes required a long time for recognition.(27)  Pezaris and Reid(28) tried to stimulate 
the lateral geniculate nucleus, but this nucleus is a very deep-seated structure within 
the brain, and the sinuses of the cerebral vein and cerebral artery are dangerous during 
surgery.

3.	 Pattern	Electrical	Retinal	Stimulation

 Pattern electrical retinal stimulation can also evoke visual perception.(29)  In the 
beginning, the stimulation site was considered very important, because the model for 
the electrical retinal stimulation was composed of defective photoreceptor layers and the 
preserved remaining neuronal layers such as bipolar cells and ganglion cells.(30)  Thus, 
the subretinal stimulation might activate the bipolar cells, utilizing the intraretinal neural 
networks such as the receptive field, but might block the intercellular metabolic transport 

Fig. 1. Visual pathway and candidate of stimulation sites to create visual perceptions.

Surface
electrode

Depth
electrode

Skull

Primay coil

Secondary coil

Retina

Optic nerve

Lateral geniculate 
nucleus stimulation

Optic radiation

Visual cortex
stimulation

Subretinal stimulation

Epiretinal stimulation

Nerve fiber

Ganglion cell

Bipolar cell

Horizontal Cell

Photoreceptor

Pigment epithelium

Choroid

Suprachoroidal stimulation

Optic nerve stimulation

Burr hole

Wired signal transfer Wireless signal transfer



156 Sensors and Materials, Vol. 24, No. 4 (2012)

between the underlying retinal pigment epithelial cells and the overlying bipolar cells.(31)  
Epiretinal stimulation was considered to have higher stimulation thresholds because 
this method cannot establish close contacts between the electrodes and the ganglion 
cells, and also, ganglion cells might have higher thresholds for stimulation than bipolar 
cells.(32)  Epiretinal attachment or fixation of the electrodes could be a great challenge, 
but they would not block the metabolic transport.  The possibility of retinal nerve fiber 
stimulation exists, and this will result in the activation of a broader area than that in the 
case of focal retinal stimulation.(33)  Suprachoroidal stimulation might require a much 
higher stimulation threshold and poorer resolution because the distance between the 
electrodes and retinal neurons is significantly farther than in other approaches.(34)

 Interestingly, many of these assumptions turn out to be insignificant in their impact.  
Histological examination of the photoreceptor-degenerated retina showed that the 
remaining neural cells undergo disorientation and reconfiguration, and as a result, 
bipolar cells and ganglion cells no longer preserve their receptive field structure.(35)  This 
means that the target cells of the subretinal stimulation and epiretinal stimulation would 
be almost the same, namely, mixed ganglion and bipolar cells.  Also, the degenerated 
retina is significantly thinner than the normal retina;(36) thus, they could be nourished 
by the retinal vessels only, and the retinal pigment epithelium is also greatly decreased 
in number in the photoreceptor-degenerated eye.  Therefore, they do not contribute 
much to the support of the remaining retinal neurons.  These indicate that the subretinal 
implantation should not be blamed for the cutting of the metabolic transport.(37)  The 
choroidal vessels are also thinner in degenerated eyes than in healthy eyes; thus, the 
threshold for the suprachoroidal approach is not much higher than predicted.(38)  Even 
though the threshold of stimulation is higher in the epiretinal approach than in the 
subretinal approach, they can be met by current technology.

4.	 Electrode	Materials	for	Retinal	Prosthesis

 Silicone-based platinum and polyimide-based gold electrodes(39–44) are the most 
frequently used materials in retinal prostheses.  For ophthalmologic use, polyimide was 

Fig. 2. Cuff electrode for optic nerve stimulation.
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adopted as the haptic material of intraocular lens,(45) and silicone has been used as the 
tube for anterior chamber drainage of a glaucoma implant and the conduit in nasolacrimal 
duct reconstruction surgery.(46)  Both of them are well known because of their stability 
and biocompatibility in the eye and its adnexa.  However, if they are used as a base 
material for the electrodes, the semiconductor fabrication processes may alter their 
characteristics.  Thus, biocompatibility tests for microelectrode arrays should be carried 
out.  Both silicone-based platinum and polyimide-based gold electrodes have good in 
vitro biocompatibility.(47)  Parylene-based electrodes also showed good biocompatibility, 
but their high flexibility makes handling difficult.  The liquid crystal polymer (LCP), 
which is partially crystalline aromatic polyester, has been adopted recently and has also 
shown good biocompatibility in vitro as base material.  Concerning the electrode material 
itself, platinum, gold, iridium oxide, and titanium nitride were evaluated.  In early 
reports, titanium nitride was suspected to be harmful,(48) but further investigation proved 
that all the mentioned materials can be used safely as electrodes for retinal stimulation.
 In vivo biocompatibility and stability require further evaluation.  In vivo circumstances 
are harsher than the in vitro state, because continuous frictional force or pressure will 
be provided, and the salty body fluid will continuously attack the metallic surface and 
binding sites.  The International Standard Organization (ISO) defined several protocols 
for in vivo evaluation, such as tests for local effect after implantation, tests for irritation 
and delayed-type hypersensitivity, tests for systemic toxicity, and identification and 
quantification of degraded products from polymeric medical devices.(49)  In this two-year 
follow-up of the polyimide-gold electrode array over the retina, there was no degradation 
or dissolution of the polyimide or gold materials.  However, dehiscence was observed 
between the gold and polyimide layers, which might induce current leakage from the 
gold electrodes to adjacent electrodes or surrounding tissues.(50)  Calcification of the 
silicone intraocular lenses was reported,(51) and this will make the lens opaque and hard 
or brittle.  This is also true for the base polymer for the microelectrode arrays; thus, more 
study is required for the use of silicone in retinal prosthesis.  In the case of LCP, it has 
not been well studied in terms of long-term in vivo biocompatibility and stability, but 
preliminary results are promising.(47)

5.	 Surgical	Techniques	for	Retinal	Implantation

 As previously discussed, there have been debates on the best stimulation site using 
microelectrode arrays.  However, as previously discussed, the efficiency and stability of 
the implanted electrodes depending to their location are less important than the risk of 
surgical complication according to the operation techniques, particularly in the retinal 
prosthesis.
 The subretinal electrode implant technique has been established by creating an 
iatrogenic retinal detachment and reattachment of the retina by fluid-air exchange, and 
silicone oil injection into the vitreous cavity.(52)  This ‘ab interno’ technique is a creative 
modification of macular translocation,(53) and subretinally implanted electrodes can also 
be explanted for the replacement with a newer version of the electrodes without causing 
any further surgical damage to the remaining retinal tissue.  However, if the patient has 
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a severely degenerated retina, the remaining retinal neural cell layer is much thinner 
and weaker than a healthy one, and also, the pigment epithelial cells and Muller cells 
sometimes mingle with the remaining retinal neurons, resulting in a brittle retina even 
with gentle manipulation.
 A novel ‘ab externo’ approach for subretinal or suprachoroidal implantation of 
electrodes has been introduced by modifying scleral tunnel technique used in cataract 
surgery.(54)  After conjunctival incision, a scleral tunnel is created toward the posterior 
pole from the limbal sclera until the tunnel reaches the choroid.  After meticulous 
hemostasis, the choroid can be cut to reach the subretinal space, and the electrode array 
can be introduced into the subretinal space.  Without performing a choroidal incision, the 
electrode array can be introduced into the suprachoroidal space, and all these procedures 
will be enhanced by the use of viscoelastics such as hyaluronate.  However, cutting 
the choroidal vessels is always dangerous and there might also be a high risk of retinal 
prolapse or tear on the choroidal incision site.
 This problem has been solved by combining ‘ab interno’ and ‘ab externo’ techniques.(55)  
A very small, localized retinal detachment at the choroidal incision site is established by 
subretinal viscoelastics injection before choroidal incision, which will reduce the risk 
of retinal prolapses or tears.  Moreover, this small retinal detachment can be reattached 
more readily than the detachment throughout the electrode insertion passage.  However, 
the guide-assisted electrode insertion under the subretinal space may cause damage to the 
remaining neural retinal tissue.
 The scleral pocket technique has been proposed for suprachoroidal stimulation.(34)  
The eyeball is rotated to expose the posterior pole of the eye where the macula locates, 
and a deep scleral tunnel or pocket is made to insert the electrode arrays under the 
macula.  Thin fibrous layers of the sclera will remain over the choroid by this surgical 
technique, and this does not considerably increase the impedance of the electrodes but 
decrease the risk of suprachoroidal hemorrhage.
 For the epiretinal fixation of electrode arrays on the retina, a novel titanium tack has 
been developed and used.(56)  Conventional titanium tacks were too large to be used for 
the epiretinal fixation of the electrodes and could not hold the electrodes to the retina as 
close as physiologically necessary.  For this purpose, a small titanium retinal tack with 
a spring and collar on its neck has been proposed.  This collar will push the electrode 
toward the retina without generating too much pressure on the underlying neural cells.  
However, this tack cannot be easily removed, which will make the replacement of the 
electrode array with a newer one difficult.  By modifying the hole design on the electrode 
array as an open-circular form, sliding out the electrodes can be possible without 
removing the retinal tacks.(57)

 The silicon retinal tack has been produced by semiconductor microfabrication 
technology, and the material was changed to poly-methyl methacrylate (PMMA) 
by Lithographie, Galvanoformung und Abformung (LiGA).(58)  Because PMMA is 
translucent, we can observe the underlying tissues and electrode holes.  By adding scales 
in the shaft of the tack in the form of regularly spaced holes, the penetration depth of the 
retinal tack can be measured using optical coherent tomography (OCT).
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6.	 Electrophysiology	of	Retinal	Neural	Cells	upon	Electrical	Stimulation

 The receptive fields composed of photoreceptors, bipolar cells, horizontal cells 
and ganglion cells are the classical model for understanding the neural network of 
the retina.(59)  After photoreceptor damage, this network gradually loses its regular 
intercellular connections.  This might be due to the loss of regular signal delivery from 
photoreceptors to other neural cells, and the remaining neural cells will start making 
abnormal or unpredictable interconnections.(60)  As a result, the electrical stimulation 
threshold might be unpredictable, and even the aberrant firing of the neural signals can 
be generated.
 Neural signal analysis using a multichannel electrode array is a useful technique 
for the clarification of these mechanisms.  The excitation of neural cells and thresholds 
of electrical stimulation were investigated in chicken retinas.(61)  Pattern stimulation 
was successfully mimicked, and the responses of the upper neurons upon the electrical 
stimulation were studied by using several neurotransmitter blockers.  On the intraretinal 
neural network analysis in the degenerative retina, the slow wave component was found, 
which cannot be observed in healthy retinas.(62)  Even with the slow wave components, 
the remaining neural cells can be stimulated on demand, and the original stimulation 
signals can also be retrieved and predicted from the existence of the slow waves.(63)  The 
threshold for electrical stimulation is higher in the degenerative retina than in the normal 
retina.(64)

 Patch clamp and single-channel recording techniques also contributed much to the 
understanding of the electrical neural stimulation mechanisms.  In patch clamp studies, 
electrical stimulation of the neural cells was found to be due to the activation of voltage-
dependent ion channels on the axonal hillock and axon, not by the activation of the 
neural cell body itself.(20)  Also, the sinusoidal wave stimulation might be more effective 
than the conventional rectangular wave stimulation,(65) and the on- and off-ganglion 
cells respond differently to the same electrical stimulation.(66)  In the single rod-shaped 
electrode experiment for acute stimulation in human volunteers, the size and area of 
phosphene perception by the volunteers did not sometimes match with the stimulation 
size and area.(67)  This can be explained as the retinal nerve fiber layer activation upon 
epiretinal stimulation, and is supported by in vitro experimental results.(20)

7.	 Evaluation	of	Retinal	Implants	in Vivo

 Several groups have started clinical trials with different systems several years ago.  
These include in vivo biocompatibility and stability tests, and also functional aspects.
 ‘One-chip’ silicon retinal prostheses with 1,000 photodiode-electrode cells were 
fabricated by Optobionics™.(68)  Even though the photodiode array chip tolerated the 
in vivo condition very well and showed almost no toxicity to the retina, this chip could 
not generate sufficient current or voltage to stimulate the remaining retinal neurons 
in the presence of day light.  As a result, the device could not restore vision.  Minute 
currents generated by this chip inside the eye might have a neurotrophic effect for the 
preservation of the remaining neurons.(69)
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 The company Second Sight™ has started a multicenter trial with their silicone-based 
platinum microelectrode arrays(70) (Fig. 3).  The electrode array is implanted epiretinally 
and all electrical stimulation signals are delivered into the eye through the wire from a 
signal generation chip, which is located on the temporal side of the eye in the orbit.  An 
external camera mounted on eyeglasses grabs images in front of the patient, and the 
captured images are processed and delivered to the signal generation chip by wireless 
transmission.  Patients were able to recognize various shapes and several grades of 
brightness with this device.  Some patients also reported color perception.  Close 
observation should be paid on how much this device can be beneficial to the patient’s 
daily life.
 Retina Implant AG has also extensively tested its device in volunteers.(71)  A 
polyimide-covered semiconductor chip contains photodiodes and stimulation electrodes, 
and the chip is connected to a wire that provides external electrical currents to the chip 
(Fig. 4).  There is a gate controller in the chip that modifies the level of the externally 
supported current to the stimulation electrode according to the amount of light delivered 
to each photodiode.  This overcomes the weakness of the Optobionics™ Artificial Silicon 
Retina (ASR®) implant, and some recipients can recognize various objects on a white 
dining table and they can even read large characters.(72)

 These functional aspects are being evaluated from the subjective responses of the 
patients, so this method has low reproducibility and validity.  Also, this cannot be used 
in animal tests.  For objective and quantitative analyses, functional magnetic resonance 
imaging (MRI) can be considered for the evaluation.  However, this cannot be applicable 
if the prosthesis contains ferro-magnetic components.

Fig. 3. Argus® II™ microelectrode array and external wearable stimulation system developed by 
Second Sight™.
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 In animals, the evoked potential on the visual cortex can be measured invasively 
by using a screw electrode penetrating the skull over the visual cortex.(73)  This idea 
was extended with 4×4 needle electrodes implanted on the visual cortex, and the 
cortical responses were correlated with the pattern electrical retinal stimulation.(42)  For 
the noninvasive, objective evaluation, positron emission tomography (PET) is under 
investigation.(74)  Responses of the visual cortex upon the electrical retinal stimulation 
can be compared with that upon light stimulation, and by using this method, the most 
appropriate stimulation strategy can be investigated.

8.	 Conclusions

 Retinal implants for the restoration of vision give hope for the blind.  Various 
biopolymers and electrodes are under investigation, and the effective perception of 
light and the delivery of electrical stimulation to the remaining retinal neurons are still 
big challenges.  Although some clinical trials have already started, there is much to be 
improved and investigated for the successful application of retinal prosthesis to patients.
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